Introduction
============

Glaucoma is the leading cause of irreversible blindness worldwide, with an estimated 64.3 million people affected globally in 2013.[@b1-mder-8-381] These numbers are projected to further increase to 76 million glaucoma cases worldwide in 2020, and 111.8 million in 2040.[@b1-mder-8-381] The goal of treatment in glaucoma is to lower the intraocular pressure. Therapies include medical, laser, and surgical interventions, with surgery typically reserved for cases of progressive disease or risk of progression due to uncontrolled intraocular pressure.

Trabeculectomy has been considered the conventional primary surgical procedure for treatment of glaucoma. Over time, the procedure has been modified to include use of adjunctive antifibrosis drugs that improve efficacy and lower mean postoperative intraocular pressure. Although highly effective in lowering the intraocular pressure, trabeculectomy is associated with poor predictability and numerous minor, as well as potentially vision-threatening, complications, including hypotony, choroidal detachment, suprachoroidal hemorrhage, and vision loss. Complications have persisted and visual recovery remains slow, despite modification of the procedure to include laser suture lysis or releasable sutures during the immediate postoperative period. Various surgical devices and techniques have been developed, with the goal of attaining low intraocular pressure while minimizing the risk of complications to the patient.

The EX-PRESS Glaucoma Filtration Device (Alcon Laboratories, Fort Worth, TX, USA) was approved in 2002 by the United States Food and Drug Administration. It is a stainless steel, nonvalved filtration device designed to shunt aqueous humor from the anterior chamber to a subconjunctival filtration bleb ([Figure 1](#f1-mder-8-381){ref-type="fig"}). Biocompatibility of the device was first demonstrated in rabbit eyes, with little to no inflammation found on histopathologic examination.[@b2-mder-8-381] The device is 2.64 mm in length, and is available with either a 50 or 200 µm internal lumen size. Originally designed for placement directly underneath the conjunctiva, the procedure initially was associated with complications such as conjunctival erosion, extrusion, hypotony, and other adverse effects.[@b3-mder-8-381]--[@b5-mder-8-381] The procedure was modified by placing the device underneath a partial-thickness scleral flap, largely eliminating the risk of hypotony, erosion, and extrusion.[@b6-mder-8-381] Placement of the EX-PRESS device under a partial-thickness scleral flap has been widely adopted and is now the recommended technique for device placement.

There is a growing body of literature assessing the EX-PRESS Glaucoma Filtration Device and comparing its safety and efficacy to trabeculectomy. This review aims at summarizing the evidence to date on the outcomes, safety, and acceptability for usage of this device in patients with glaucoma.

Indications for usage
=====================

The EX-PRESS Glaucoma Filtration Device has been approved for usage for lowering intraocular pressure in patients who have uncontrolled glaucoma, including those who have failed prior medical and conventional surgical treatments. As the device is placed in the anterior chamber angle, its usage is contraindicated in patients with acute-angle-closure glaucoma. Caution is advised in patients with narrow angles unless the procedure will be combined with cataract surgery. However, the risk of occlusion of the device is low using the current version of the device, which is shorter than the original version. Patients with well-controlled uveitis may be treated, although patients with active uveitis may develop occlusion of the device. Cautious usage of the device is recommended in young patients, due to the limited information about long-term follow-up with the implant.[@b7-mder-8-381]

Efficacy in noncomparative trials
=================================

This review will focus on the results of the standard method for surgical implantation of the EX-PRESS implant, which includes placement of the device underneath a partial-thickness scleral flap. The results of noncomparative studies have indicated that the EX-PRESS device has acceptable rates of success and intraocular pressure lowering in both the short and long terms.

The initial study of EX-PRESS implantation underneath a scleral flap was a noncomparative study of 24 eyes of open-angle glaucoma patients who had failed medical treatment and prior surgical treatment.[@b6-mder-8-381] In this study, the intraocular pressure was reduced from a mean of 27.2±7.1 mmHg preoperatively to 14.5±5.0 mmHg at 12 months (n=21), and 14.2±4.2 mmHg at 24 months (n=8) postoperatively, with *P*\<0.05 across all time points. More recently, Lankaranian et al[@b8-mder-8-381] performed a noncomparative study on outcomes of the EX-PRESS implant in 100 patients with glaucoma and a history of either previous cataract or failed glaucoma surgeries. Success was defined as complete if intraocular pressure was 5--21 mmHg without medication or surgical intervention, and qualified if intraocular pressure was within the same range, but with glaucoma medication. Complete success was found in 60% of patients and 24% were qualified successes, with a decline in intraocular pressure from a mean preoperative intraocular pressure of 27.7±9.2 mmHg to 14.02±5.1 mmHg at last follow-up.

Long-term outcomes after implantation of the EX-PRESS device were reported in a retrospective review of the records of 248 patients who were treated with the EX-PRESS implant.[@b9-mder-8-381] One hundred and thirty-six eyes (55%) underwent EX-PRESS implantation alone, while 112 eyes (45%) had combined cataract extraction with EX-PRESS implantation, with the results of both groups pooled together. The mean preoperative intraocular pressure decreased from 27.63±8.26 mmHg (n=248) to 13.95±2.70 mmHg (n=95) at 5 years. With a definition of complete success as a postoperative intraocular pressure of 5--18 mmHg without glaucoma medications, and a qualified success as the same intraocular pressure range but with or without medications, the complete and qualified success rates were 83% and 85%, respectively, at 1 year, and 57% and 63%, respectively, at 5 years follow-up.

Comparison of EX-PRESS with trabeculectomy
==========================================

Because trabeculectomy is the conventional standard for primary glaucoma surgery, studies have compared the results of EX-PRESS device implantation to that of trabeculectomy ([Figure 2](#f2-mder-8-381){ref-type="fig"}). The initial comparison of results after EX-PRESS implantation to trabeculectomy was a retrospective series by Maris et al,[@b10-mder-8-381] comparing 50 eyes that underwent EX-PRESS implantation with 50 matched control eyes treated with trabeculectomy. Both groups included patients who also had concomitant phacoemulsification at the time of glaucoma surgery. Success was defined as intraocular pressure between 5 and 21 mmHg, with or without glaucoma medications, and without further glaucoma surgery or removal of the implant. In the early postoperative period, the trabeculectomy group had a statistically significant lower mean intraocular pressure than the EX-PRESS group; however, after 3 months, the reduction in intraocular pressure was similar in both groups, with a range of 39.9%--46.6% reduction in intraocular pressure in the EX-PRESS group, and a 28.6%--45.4% reduction in the trabeculectomy group. There was no significant difference in success rates between groups, with a 90.0% and 92.0% success rate at last follow-up in the EX-PRESS and trabeculectomy groups, respectively.

A prospective comparative study by de Jong[@b11-mder-8-381] examined the results of the EX-PRESS in 40 eyes in comparison to trabeculectomy in 40 eyes. Patients in the EX-PRESS group had a 42.0% reduction in intraocular pressure at 12 months, while patients in the trabeculectomy group had a 29.3% reduction (*P*=0.05). Complete success was defined as intraocular pressure 4--18 mmHg without the use of anti-glaucoma medications, which was achieved in 81.8% of EX-PRESS patients and 47.5% of trabeculectomy patients (*P*=0.002). The outcomes of these patients after a longer period of follow-up were then published in a subsequent paper by de Jong et al.[@b12-mder-8-381] Thirty-nine eyes in each group from the original study were included. The trend toward better intraocular pressure reduction in the EX-PRESS group versus the trabeculectomy group continued until year 3. After year 3 and until year 5, the intraocular pressure difference between the two groups was not significant. Similarly, more patients achieved a complete success in the EX-PRESS group than the trabeculectomy group at 3 years (66.7% versus 41.0%, *P*=0.02), but this difference was no longer statistically significant at 5 years (59.0% versus 46.2%, *P*=0.25). Overall, these studies suggested that the intraocular pressure control with the EX-PRESS implant is comparable to that of trabeculectomy.

A retrospective series compared 35 consecutive EXPRESS procedures with 35 consecutive standard trabeculectomy procedures.[@b13-mder-8-381] The intraocular pressure in the EX-PRESS group was higher than that in the trabeculectomy group at 1 year and at last follow-up (*P*=0.004 and *P*=0.008, respectively). However, the overall reductions in intraocular pressure at last follow-up were similar, with a 45% reduction in the EX-PRESS group, and 48.45% in the trabeculectomy group (*P*=0.209). In addition, success rates were not significantly different between the groups. Unqualified success was defined as an intraocular pressure of 5--18 mmHg and at least a 30% reduction in intraocular pressure without the use of glaucoma medications and a qualified success as the same but with medications. Unqualified success was achieved in 77.14% of EX-PRESS procedures and 74.29% of trabeculectomies at last follow-up (*P*=1.00), and qualified successes were found in an additional 5.71% of EX-PRESS eyes and 8.57% of trabeculectomy eyes (*P*=0.99).

Additional studies have found comparable rates of success between eyes treated with EX-PRESS versus standard trabeculectomy. Marzette and Herndon[@b14-mder-8-381] retrospectively compared 77 eyes treated with trabeculectomy to 76 eyes treated with EX-PRESS implants, and included patients who also underwent phacoemulsification at the time of surgery. Complete success was defined as intraocular pressure of 5--21 mmHg without additional medication or glaucoma surgery, and qualified success as the same but with glaucoma medication. The overall success rate (total and qualified) was not statistically significantly different between the two groups, with 82% and 71% success rates in the EX-PRESS and trabeculectomy groups, respectively. There was no statistically significant difference in the percent reduction of intraocular pressure, with an average of 42% reduction in both groups. Moisseiev et al[@b15-mder-8-381] also performed a retrospective review comparing EX-PRESS in 39 eyes versus trabeculectomy in 61 eyes. In this study, there was no significant difference in intraocular pressure reduction or success rates between the two groups. Success was defined as a 20% reduction in intraocular pressure from the preoperative value or an intraocular pressure under 20 mmHg, with 86.9% of the trabeculectomy group, and 84.6% of the EX-PRESS group achieving surgical success.

The strongest evidence for the efficacy of the EX-PRESS device is reported in randomized prospective clinical trials. A large randomized prospective multicenter trial by Netland et al[@b16-mder-8-381] included 59 eyes treated with the EXPRESS implant and 61 eyes treated with trabeculectomy. The mean intraocular pressure was similar in both groups during postoperative follow-up, with a mean intraocular pressure of 14.7±4.6 mmHg in the EX-PRESS group and 14.6±7.1 mmHg in the trabeculectomy group at 2 years after surgery (*P*=0.927). With success defined as intraocular pressure 5--18 mmHg with or without medications, and without further glaucoma surgery, success rates were 90% and 87% at 1 year, and 83% and 79% at 2 years in the EX-PRESS and trabeculectomy groups, respectively (*P*=0.563).

A prospective randomized study by Wagschal et al[@b17-mder-8-381] included 33 subjects receiving the EX-PRESS device and 31 underwent trabeculectomy. At 1 year, there was a similar reduction in intraocular pressure between groups, with a 47% reduction in the trabeculectomy group, and a 50% reduction in the EX-PRESS group. Mean intraocular pressure was not significantly different between groups at all visits. Complete success, defined as intraocular pressure between 5 and 18 mmHg and a 20% reduction in intraocular pressure from baseline without medication, was found in 57% of the trabeculectomy group and 70% of the EX-PRESS group (*P*=0.28), while a qualified success (same definition but with hypotensive medications) was achieved by 77% in both groups.

In a prospective randomized study of 15 patients, Dahan et al[@b18-mder-8-381] compared trabeculectomy and EX-PRESS implantation in fellow eyes of the same patient. In this study, eyes treated with EX-PRESS implantation had significantly lower postoperative mean intraocular pressure and number of medications compared with the trabeculectomy group. Complete success rates (intraocular pressure 5--18 mmHg without medications) were higher after EX-PRESS implantation compared with trabeculectomy (*P*=0.0024).

The results from randomized prospective clinical trials provide strong evidence that EX-PRESS implantation results in mean postoperative intraocular pressure reduction and surgical success rates are comparable to trabeculectomy. Clinicians recognize that trabeculectomy, although associated with complications, is an effective procedure in patients with advanced glaucoma damage who require postoperative intraocular pressure in the mid- to low teens. Thus, in our view, the EX-PRESS Glaucoma Filtration Device procedure is suitable for patients when indicated, including those patients with advanced glaucomatous damage to the optic nerve and visual fields.

Visual recovery
---------------

Several studies, including randomized clinical trials, have shown that surgery with the EX-PRESS implant is associated with more rapid postoperative visual recovery as compared to that with trabeculectomy.[@b13-mder-8-381],[@b16-mder-8-381],[@b17-mder-8-381] Good and Kahook[@b13-mder-8-381] observed visual recovery to near-baseline level of vision at 1 week postoperation after EX-PRESS implantation, as compared to 1 month after trabeculectomy. Wagschal et al[@b17-mder-8-381] found that visual acuity in patients treated with the EX-PRESS implant did not differ significantly from baseline by 1 month post-operation (*P*=0.17), and remained stable for all subsequent visits. However, in the trabeculectomy group, the visual acuity remained significantly lower than baseline from 1 day to 1 year postoperation (*P*\<0.001).

In a randomized prospective trial, Netland et al[@b16-mder-8-381] found a significant reduction from baseline (*P*\<0.001) in vision at day 1 postoperatively in both groups, but a recovery of vision by 1 month in the EX-PRESS group (*P*=0.285) and 3 months in the trabeculectomy group (*P*=0.255), with no significant differences at any further time points. In another prospective randomized trial by Beltran-Agullo et al,[@b19-mder-8-381] 33 patients randomized to EX-PRESS and 31 to trabeculectomy were analyzed and rates of visual recovery were compared. By month 1, visual acuity in the EX-PRESS group was no longer significantly different from baseline (*P*=0.23) and remained stable throughout 6 months of follow-up. In contrast, in the trabeculectomy group, the visual acuity remained significantly lower than baseline throughout all 6 months of follow-up. Furthermore, 47% of trabeculectomy eyes versus 16% of EX-PRESS eyes lost \$2 Snellen lines (*P*=0.01) at 6 months.

EX-PRESS implantation combined with cataract surgery
----------------------------------------------------

Evidence thus far seems to indicate that combining cataract surgery with EX-PRESS implantation leads to favorable outcomes.[@b10-mder-8-381],[@b14-mder-8-381],[@b15-mder-8-381] Efficacy analysis of intraocular pressure and surgical success comparing patients treated with or without concurrent phacoemulsification at the time of EX-PRESS surgery failed to show a significant difference in either treatment group at last follow-up in studies by Maris et al,[@b10-mder-8-381] Marzette and Herndon,[@b14-mder-8-381] and Moisseiev et al.[@b15-mder-8-381]

Kanner et al[@b20-mder-8-381] performed a comparative consecutive case series analyzing the results of 231 eyes receiving the EX-PRESS alone versus 114 eyes that underwent combined phacoemulsification with EX-PRESS implantation. In both groups, there was a significant decrease in intraocular pressure from baseline postoperatively. The change from baseline intraocular pressure was significantly greater after EX-PRESS implant alone compared with combined surgery (*P*\<0.001), which was similar to the differences observed in other studies of trabeculectomy alone compared with combined cataract surgery and trabeculectomy. Success was defined as intraocular pressure between 5 and 21 mmHg with or without medications, but without further surgery or total loss of vision, with both groups achieving comparable rates of success at 3 years of 94.8% and 95.6% in the EX-PRESS and combined groups, respectively (*P*=0.948). Complication rates were low and were not statistically significant between groups.

Safety and complications
------------------------

Reported complications from EX-PRESS implantation underneath a partial thickness scleral flap include hypotony, bleb leaks, and choroidal effusions, as expected with a procedure causing transscleral flow of aqueous.[@b6-mder-8-381],[@b8-mder-8-381]--[@b11-mder-8-381],[@b13-mder-8-381]--[@b17-mder-8-381] Although the rates of complications vary across studies, multiple studies have confirmed similar types of complications from the EX-PRESS as compared to that from trabeculectomy,[@b10-mder-8-381],[@b11-mder-8-381],[@b14-mder-8-381]--[@b17-mder-8-381] with most of these studies powered to detect differences in intraocular pressure between groups. Several studies found fewer cases of hyphema[@b13-mder-8-381],[@b16-mder-8-381],[@b17-mder-8-381] and less hypotony after EX-PRESS implantation compared with trabeculectomy.[@b10-mder-8-381],[@b13-mder-8-381],[@b14-mder-8-381] Proposed explanations for the observation of decreased rates of hypotony during the early postoperative period following EX-PRESS implantation compared with trabeculectomy include flow restriction due to the small lumen (50--200 µm) of the device (compared with the variable and large opening size after trabeculectomy), better seal of the scleral flap against the device compared with a sclerostomy, and greater predictability of the procedure with less variance of the early postoperative intraocular pressure. There have been rare reports of implant extrusion or conjunctival erosion since modification of the procedure with placement of the device under a partial thickness scleral flap.

Randomized prospective clinical trials have provided information about complications after implantation of the EX-PRESS compared with trabeculectomy. In the randomized multicenter prospective trial by Netland et al,[@b16-mder-8-381] the total number of postoperative complications was higher in the trabeculectomy group compared with the EX-PRESS group (*P*=0.013). The number of subjects with at least one complication was ten (17.0%) and 22 (36.1%) in the EX-PRESS and trabeculectomy groups, respectively (*P*=0.031). In the randomized prospective study by Wagschal et al,[@b17-mder-8-381] the study had a power of 80% to detect a 2.0 mmHg intraocular pressure difference between groups, and was not designed to detect differences of complications. Nonetheless, hyphema was found more frequently in the trabeculectomy group when compared with the EX-PRESS group. In the randomized prospective study by Dahan et al,[@b18-mder-8-381] postoperative complications were more frequent after trabeculectomy (33%) compared with after EX-PRESS (20%). Significantly, more patients required at least one postoperative intervention for complications after trabeculectomy (27%) versus those with EX-PRESS implantation (0%, *P*=0.0009).

Useful information about low-frequency device-related complications has been reported in retrospective studies with large numbers of patients. In the retrospective comparative study by Kanner et al,[@b20-mder-8-381] the most common device-related complication in 345 patients was obstruction of the lumen of the device, which occurred in six patients (1.7%) manifested by increased intraocular pressure and a low or flat bleb. In this study, all patients who developed this complication were successfully treated with Nd:YAG laser to the tip of the tube in the anterior chamber. A report by Bagnis et al[@b21-mder-8-381] confirmed the usefulness of the Nd:YAG laser as a therapeutic option to manage obstruction of the tube after implantation of the EX-PRESS device. Obstruction usually occurs inside the lumen of the device, where it may not be visualized by gonioscopy, at the point where the internal diameter constricts to 50 µm.[@b22-mder-8-381] This constriction point is sufficiently close to the opening into the anterior chamber to allow effective treatment with the Nd:YAG laser. In our patients, active uveitis may be associated with internal obstruction of the device. In rare instances, obstruction of the internal opening of the device with iris tissue or vitreous can occur, although the shorter shaft of the current implant (compared with previous models of the implant) and the openings on the side of the shaft of the device are intended to reduce the frequency of this problem.

Although most studies in the literature have not been designed to assess complications, evidence in the literature indicates fewer complications after EX-PRESS implantation compared with after trabeculectomy.

Magnetic resonance imaging safety
---------------------------------

Although the EX-PRESS implant is composed of nonferomagnetic surgical stainless steel, the safety of magnetic resonance imaging (MRI) for these patients has arisen as a potential concern. Geffen et al[@b23-mder-8-381] studied the effect of a magnetic field of 1.5 and 3 T on an EX-PRESS implant in various conditions, including in human cadaver eyes, and concluded that MRI up to 3 T was likely safe in eyes with the EX-PRESS, due to ocular tissues preventing movement of the device. Seibold et al[@b24-mder-8-381] examined the movement of the EX-PRESS in various magnetic fields, and also found that the device was likely safe for MRI up to 3 T. The effect of the device on imaging quality has been addressed in several studies. A small consecutive case series by De Feo et al[@b25-mder-8-381] found that the implant caused minimal artifacts on MRI of the orbit and brain, although the imaging quality of the optic nerve itself may have been slightly decreased. Mabray et al[@b26-mder-8-381] confirmed in their small retrospective study that the presence of an EX-PRESS in patient eyes did not cause any significant artifacts affecting the diagnostic interpretation of their MRI scans.

Variance of intraocular pressure during the early postoperative period
----------------------------------------------------------------------

The surgical procedure for the implantation of the EX-PRESS device does not require a sclerostomy and peripheral iridectomy, unlike trabeculectomy. In contrast with trabeculectomy, there is no tissue excised during the EX-PRESS procedure, and less manipulation of ocular tissues may potentially reduce postoperative inflammation. These additional steps introduce some variability to the trabeculectomy procedure, because the sclerostomy and iridectomy will not be of uniform size from one surgery to the next. Placement of the EX-PRESS device through an opening created with a 25-gauge needle is more straightforward and may be associated with more easily reproducible results. This may make the procedure simpler and more standardized, which may be beneficial for those surgeons who do not routinely perform glaucoma surgery.

In their prospective randomized trial, Netland et al[@b16-mder-8-381] observed less variance in the early postoperative intraocular pressure measurements after EX-PRESS implantation versus trabeculectomy. During the first 2 weeks after surgery, the intraocular pressure was recorded at the beginning of the visit, and then again after any treatments including laser suture lysis, removal of releasable sutures, or digital massage. The variance in both initial and final intraocular pressure measurements during the early postoperative period was significantly lower after EX-PRESS implantation as compared to that after trabeculectomy ([Figure 3](#f3-mder-8-381){ref-type="fig"}). It was hypothesized that this difference of variance could reflect the difference in surgical techniques between EX-PRESS surgery and trabeculectomy, with EX-PRESS being more standardized and thus less likely to lead to variability. Similar findings were subjectively observed but not statistically analyzed in a previous study.[@b27-mder-8-381] A retrospective study showed significantly fewer postoperative visits after EX-PRESS implant compared with those after trabeculectomy,[@b13-mder-8-381] presumably due to less variability and greater predictability of clinical results after EX-PRESS implant surgery.

Variance can be viewed as a statistical manifestation of surgical "predictability," with lower variance associated with a more "predictable" procedure. With greater variance associated with trabeculectomy, we anticipate increased high and low intraocular pressure during the early postoperative period. We also expect increased numbers of cases in the low (hypotony) range, because the variance is greater than the mean during the early postoperative period. Conversely, a lower variance associated with the EX-PRESS implant does not mean that hypotony cannot occur, but rather that it is less likely to occur.

Cost considerations
-------------------

A consideration with clinical use of the EX-PRESS implant is the cost of the procedure. Patel et al[@b28-mder-8-381] compared the surgical and 1 year postoperative costs of EX-PRESS versus trabeculectomy in 43 subjects in Canada. They found no significant differences in the overall postoperative costs, costs of follow-up visits, additional procedures, and glaucoma medications between the two surgeries. However, the EX-PRESS had a net surgical cost that was greater than trabeculectomy, with the majority of the difference in that cost due to the cost of the device itself.

Patient satisfaction and patient acceptability
----------------------------------------------

Clinicians have anecdotally described positive patient satisfaction and good patient acceptability of the EX-PRESS procedure. More rapid vision recovery would be expected to result in greater patient satisfaction with EX-PRESS device implantation compared with trabeculectomy. However, information to address this issue has not been reported in the literature. Thus, it is not possible to make evidence-based statements about the patient experience with the EX-PRESS procedure at this time.

Conclusion
==========

Numerous retrospective comparative and prospective randomized studies, over a decade of clinical experience, have improved the understanding of the EX-PRESS Glaucoma Filtration Device. Clinicians can achieve similar intraocular pressure control and surgical success after both EX-PRESS implantation and trabeculectomy, which are procedures that have the potential to achieve low mean postoperative intraocular pressures and high long-term success rates. The EX-PRESS procedure can be effectively combined with phacoemulsification cataract surgery. The EX-PRESS procedure is more predictable than trabeculectomy procedure, with less variance of intraocular pressure during the early postoperative period. In addition, evidence in the literature indicates that recovery of vision is more rapid, and postoperative complications are less frequent after the EX-PRESS procedure when compared with trabeculectomy. The EX-PRESS Glaucoma Filtration Device has been a useful addition to the surgical treatment of glaucoma.

The prospective, multicenter, randomized trial of the EX-PRESS device performed by Dr Netland was an investigator-initiated trial, which received research support from Alcon Laboratories (Fort Worth, TX, USA). The sponsors had no role in the design or conduct of this research (clinical trials registration identifier NCT00444080; <http://www.clinicaltrials.gov>).
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![The EX-PRESS Glaucoma Filtration Device is placed under a partial-thickness scleral flap through a 25-gauge needle tract at the limbus.\
**Notes:** (**A**) The Model P-50 device has an inner diameter of 50 µm, an outer diameter of 0.4 mm, and is 2.64 mm long. (**B**) The EX-PRESS device is preloaded for implantation on a handheld delivery system. Images provided courtesy of Alcon, Inc.](mder-8-381Fig1){#f1-mder-8-381}

![Mean intraocular pressure after EX-PRESS implantation and trabeculectomy.\
**Notes:** Studies showing specific intraocular pressure values at 1 and 2 years after surgery are shown. EX-PRESS device implantation achieves similar mean intraocular pressure compared with trabeculectomy, indicating that the procedure can achieve low target intraocular pressure in patients with advanced glaucoma damage. Data from Maris et al,[@b10-mder-8-381] de Jong et al,[@b12-mder-8-381] Netland et al,[@b16-mder-8-381] and Wagschal et al.[@b17-mder-8-381]\
**Abbreviation:** Pre-op; preoperative.](mder-8-381Fig2){#f2-mder-8-381}

![Variance of intraocular pressure during the early postoperative period after treatment with the EX-PRESS Glaucoma Filtration Device versus trabeculectomy.\
**Notes:** The variance of intraocular pressure during the early postoperative period was significantly lower after EX-PRESS implant under scleral flap compared with trabeculectomy. Initial values are before any treatment, and final values are after laser suture lysis, removal of releasable sutures, or digital massage. Values of variance are mmHg[@b2-mder-8-381] (square of mmHg). *P*-values shown are for the Brown and Forsythe test of equal variance. (Asterisks \[\*\] indicate statistically significant difference). Lower variance of the intraocular pressure during the early postoperative period reflects greater predictability of the EX-PRESS procedure as compared with trabeculectomy. Data from Netland et al.[@b16-mder-8-381]](mder-8-381Fig3){#f3-mder-8-381}
